[The diagnostic accuracy of liver scanning by Tc99m s.c. (Confrontation with autoptic reports) (author's transl)].
The Authors for an exact valuation of the diagnosis of epatic diseases by Tc99m s.c. verified all autoptic reports of the Ospedali Riuniti in Parma during the 3 last years. The Authors value diagnostic accuracy concerning the examinated cases of the epatic scanning.